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InstructionsInstructions

STEP 1

Collect Specimen and verify
temperature is within range

(32-38 C)

STEP 2

STEP 3

Once all windows begin to turn
pink, remove ProScreen Dip from
the specimen and replace the cap.

STEP 4

Interpret Adulteration Strip
and Test Results

Remove lower cap and dip test
fingers into  specimen


